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Abstract 1 

 2 

Analytical Quality Control (AQC) in centralised preparation units of oncology centres is a 3 

common procedure relying on the identification and quantification of the prepared 4 

chemotherapeutic solutions for safe intravenous administration to patients. Although the use of 5 

Raman spectroscopy for AQC has gained much interest, in most applications it remains 6 

coupled to a flow injection analyser (FIA) requiring withdrawal of the solution for analysis. In 7 

addition to current needs for more rapid and cost-effective analysis, the risk of exposure of 8 

clinical staff to the toxic molecules during daily handling is a serious concern to address. 9 

Raman spectroscopic analysis, for instance by Confocal Raman Microscopy (CRM), could 10 

enable direct analysis (non-invasive) for AQC directly in infusion bags. In this study, 3 11 

anticancer drugs, methotrexate (MTX), 5-fluorouracil (5-FU) and gemcitabine (GEM) have 12 

been selected to highlight the potential of CRM for withdrawal free analysis. Solutions 13 

corresponding to the clinical range of each drug were prepared in 5% glucose and data was 14 

collected from infusion bags placed under the Raman microscope. Firstly, 100% discrimination 15 

has been obtained by Partial Least Squares Discriminant Analysis (PLS-DA) confirming that 16 

the identification of drugs can be performed. Secondly, using Partial Least Squares Regression 17 

(PLSR), quantitative analysis was performed with mean % error of predicted concentrations of 18 

respectively 3.31%, 5.54% and 8.60% for MTX, 5-FU and GEM. These results are in 19 

accordance with the 15% acceptance criteria used for the current clinical standard technique, 20 

FIA, and the Limits of Detection for all drugs were determined to be substantially lower than 21 

the administered range, thus highlighting the potential of confocal Raman spectroscopy for 22 

direct analysis of chemotherapeutic solutions.      23 

 24 

 25 

 26 

 27 

 28 

 29 

 30 

 31 

 32 

 33 

 34 
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1. Introduction 1 

 2 

Increasingly, preparation of chemotherapeutic drugs is centralised in dedicated units in 3 

hospitals, to reduce cost and waste generated during reconstitution of individualised doses, but 4 

also to increase the security in the process from the receipt of commercial stock products 5 

(highly concentrated liquid or powder) to their release to patient bedsides [1]. Meanwhile, in 6 

recent years, concepts of personalised medicine have considerably increased the complexity 7 

and precision of prescriptions, for example, for complex anticancer treatment protocols.  8 

The control of chemotherapy is compulsory with at least double visual inspection (non-9 

analytical control) but there is no consensus on the methods to be applied [2]. Analytical 10 

Quality Control (AQC) is one of the potential methodological frameworks and is widely used 11 

in large oncology centers for chemotherapeutic preparations because it enables both the 12 

qualitative (identification) and quantitative analysis of the solutions assayed [3]. 13 

Among the AQC techniques used, chromatographic methods such as high-performance liquid 14 

chromatography (HPLC) remain the gold standard for quality control of chemotherapeutic 15 

preparations for qualitative and quantitative analysis [3–6].  QC can be a very time consuming 16 

and costly control method (consumables, solvents), although it is expected that the analysis is 17 

reliable and rapid, allowing prompt release of the treatment without impacting patient planning. 18 

Therefore, alternative approaches using vibrational spectroscopic techniques have been 19 

developed in recent years to propose cost effective and rapid alternatives to identify and 20 

quantify the anticancer drug within their solubilisation matrices [4].   21 

Vibrational spectroscopic techniques, namely infrared (IR) and Raman spectroscopy, are 22 

structure specific techniques delivering molecular fingerprints. The techniques are label free, 23 

non-invasive and non-destructive, require no separation of chemical species prior to analysis, 24 

no sample preparation and as a result they are less demanding, consumables wise (solvent, 25 

column, etc.). IR and Raman spectroscopy have several applications in medical, biomedical 26 

and biopharmaceutical sciences as well as in forensic medicine [7–16]. In the context of AQC 27 

of chemotherapeutic solutions, it has been demonstrated that coupling vibrational techniques 28 

with multivariate analysis enables qualitative (identification of drug) and quantitative analysis 29 

[17,18].  30 

Originally, the first dedicated instruments commercialised for qualitative and quantitative 31 

analysis of chemotherapeutic preparations were performed using a system coupling Fourier 32 

transform infrared spectroscopy (FTIR) to UV/vis spectrometry (Multispec® analyser, 33 

Microdom, Taverny, France) [19–22]. Despite the well-known limitation due to water 34 
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absorbance in the mid-IR region, this flow injection system was used for analysis of liquid 1 

samples by Bazin et al. [23] using the most prescribed drugs (n = 35) over 24 months. Although, 2 

the technique enabled 97% true recognition of molecules and 99.95% recognition of solvents, 3 

difficulties have been encountered in the discrimination of structurally related molecules: 4 

anthracyclines (doxorubicin, epirubicin and daunorubicin), oxazophosporines 5 

(cyclophosphamide and ifosfamide) as well as monoclonal antibodies (cetuximab, rituximab, 6 

trastuzumab and bevacizumab). 7 

More recently, the focus shifted to Raman spectroscopy, considered more suited to liquid 8 

samples analysis [24]. A new generation of dedicated systems for AQC which combine UV/vis 9 

spectrometry with Raman spectroscopy has been commercialised (QCPrep+®, Icônes Service, 10 

France). The instrument is also a flow injection analyser, and has been progressively 11 

implemented in hospitals for AQC of small volume chemotherapeutic preparations. The 12 

method has been validated according to International Conference on Harmonisation (ICH) and 13 

resulted in a good quantification as well as identification of tested drugs [25]. Notably, a study 14 

conducted over 18 months at the University Hospital of Strasbourg (France) using a QCPrep+® 15 

analyser for AQC of 14 molecule-solvent combinations (ifosfamide, cyclophosphamide, 16 

doxorubicin, carboplatin, cisplatin, dacarbazine, docetaxel, etoposide, gemcitabine, 17 

oxaliplatin, paclitaxel, pemetrexed, vinorelbine) resulted in 99% identification of drugs and 18 

solvents while for quantitative analysis 1.52% of the preparations did not match the acceptance 19 

criteria, set to be ±15% [26].  20 

Although Raman has great potential to ease the workload of AQC for preparation of 21 

chemotherapeutic solutions, one of the rising concerns is the safety of staff members 22 

manipulating molecules with carcinogenicity, mutagenicity and teratogenicity [27,28]. 23 

Therefore, non-invasive control directly into containers, i.e. without withdrawal and injection 24 

into a flow injection analyser, remains a current concern to be addressed.   25 

The literature remains limited on the topic of AQC of chemotherapeutic solutions with Raman 26 

spectroscopy, a number of studies having been performed in glass vials [17,29–31]. Glass vials 27 

are useful models in research to demonstrate the potential of Raman spectroscopy, but have 28 

limited relevancy to support transfer of the technique into clinics, firstly because such 29 

glassware is never used to prepare individualised intravenous anticancer solutions, and 30 

secondly because transparent glass delivers a considerably different spectral signature to that 31 

of polymer or plastic based materials used in hospital infusion bags. Transfer of these 32 

technologies to the clinical environment is a slow process. Since the initial works published by 33 

Bourget et al. [4,21], who were first to highlight the potential of Raman spectroscopy for 34 
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analysis of anticancer solutions, there has been no significant development to further validate 1 

the technique for non-invasive analysis.  2 

In 2014, Bourget et al. [32] documented a study about direct analysis of 5-fluorouracil prepared 3 

in elastomeric portable infusion pumps (1.5 - 50 g.L-1) using a RXN-1 Raman system (Kaiser 4 

Optical Systems, Ann Arbor, USA) in which the laser source (785nm) is connected via an optic 5 

fibre to the Raman illumination chamber (RIC). It is only recently, in 2019, that Lê et al. 6 

reported a follow up study for the AQC of gemcitabine directly in plastic bags using a handheld 7 

Raman instrument, in the range of concentrations from 1 – 20 g.L-1 [33]. These 2 publications 8 

clearly highlight the analytical potential of Raman analysis with (trans-) portable devices for 9 

transfer to the clinical environment for AQC of chemotherapeutic solutions. However, in terms 10 

of validation of the technique, a microscope based system enables acquisition from a specific 11 

point within the sample with the best definition of the sampled volume (i.e. voxel), and 12 

Confocal Raman Microspectroscopy (CRM) achieves the best precision in depth sampling 13 

compared non-confocal instruments. Therefore, CRM is chosen as the most suited approach to 14 

demonstrate the feasibility to perform in situ analysis as the foundation to then evaluate 15 

portable and handheld systems with reduced confocality. 16 

The present study reports the investigation of CRM performed directly in infusion bags for 17 

AQC (discriminant and quantitative analysis) of three anticancer drugs (methotrexate, 5-18 

fluorouracil and gemcitabine). Notably the prospects to develop a sensitive, reproducible and 19 

automated analytical method will be discussed. 20 

 21 

2. Materials and Methods 22 

 23 

2.1 Anticancer drugs  24 

 25 

5% glucose infusion bags (Baxter, VIAFLO containers 50 mL, USA) and the 3 26 

chemotherapeutic drugs used in this study have been provided through a collaboration with the 27 

UBCO unit (Unité de Biopharmacie Clinique Oncologique, Tours, France) that deals with the 28 

preparation of individualised chemotherapeutic doses at the University Hospital of Tours 29 

(CHU Tours, France).  30 

Methotrexate (Mylan®, 100 g.L-1 ) is an antimetabolite that inhibits folic acid synthesis, hence 31 

inhibiting DNA synthesis and cell division [34–36]. It is used for the treatment of leukaemias, 32 

lymphomas, solid tumours, choriocarcinomas and rheumatoid arthritis [36,37]. 33 
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5-fluorouracil (Accord®, 50 g.L-1) is a pyrimidine analogue that leads to DNA and RNA chain 1 

termination, and is used for treatment of gastrointestinal cancer, head, neck, pancreatic, 2 

colorectal and breast cancers [4,38,39]. Structurally, 5-fluorouracil is similar to uracil but one 3 

hydrogen atom is replaced by fluorine atom at carbon number 5 [40].  4 

Gemcitabine (Sandoz®, 40 g.L-1) is a pyrimidine analogue used mainly for treatment of 5 

pancreatic adenocarcinomas as well as head, neck, breast ovarian and bladder cancers [41–44]. 6 

  7 

 2.2 Raman spectroscopy analysis 8 

 9 

a) Sample preparation for Raman in situ analysis  10 

Based on track records of recently prepared solutions at UBCO, therapeutic ranges have been 11 

prepared for each drug. Sets of 6 concentrations (C1 to C6) have been prepared in 5% glucose 12 

directly into infusion bags using serial dilution. These were prepared within the clinical range 13 

of concentrations (Table 1). The procedure used was as follows: Firstly, an infusion bag 14 

containing 5% glucose was emptied using a syringe. Secondly, 5 mL of the highest 15 

concentration was prepared in a vial using micropipettes. Thirdly, 5 mL of the highest 16 

concentration were injected inside the empty infusion bag with a syringe (Concentration C1). 17 

Then for subsequent concentrations an appropriate volume of 5% glucose was added to the 18 

infusion bag to obtain the next targeted concentration within the range indicated in table 1 19 

(Concentration C2). The last step is repeated 4 additional times to further dilute the solution 20 

inside the infusion bag and sequentially prepare concentrations C3, C4, C5 and C6.  For the 21 

purpose of the study, each drug was prepared in 3 independent sets of 6 concentrations 22 

identified as SET_01, SET_02 (training) and SET_03 (testing). Each set of each drug was 23 

prepared in different infusion bags following the procedure described above.  Throughout the 24 

study, samples are identified based on the drug contained in infusion bags as MTX 25 

(methotrexate), 5-FU (5-fluorouracil) and GEM (gemcitabine). 26 

 27 

Table 1: Concentration range analysed 28 

Drug Concentration range analysed 

(n = 6) 

MTX 3 g.L-1 – 21 g.L-1 
5-FU 1 g.L-1 – 45 g.L-1 

GEM 4 g.L-1 – 11 g.L-1 
 29 

b) Data acquisition 30 
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Raman spectra were recorded using an Alpha300R Raman micro-spectrometer (WITec, 1 

Germany) equipped with a 532 nm diode laser set up to deliver 20 mW at the sample. The 2 

grating with 300 lines/mm was selected, delivering a spectral resolution of ~4 cm-1. Spectra 3 

were collected over the range 300-1800 cm-1 thanks to a back illuminated deep depletion 4 

charged coupled device (CCD) detector. Every day, a calibration of the instrument for each 5 

laser line has been performed using the silica peak at 521 cm-1 prior to data collection.  6 

1) Macro set up: A macro sampling cuvette holder (Horiba Jobin-Yvon, France) attached to 7 

the turret of the microscope has been used for recording using 500 μL of commercial stock 8 

solutions in quartz cuvette. Acquisition time was set to 2 accumulations of 30 seconds. 2) 9 

Microscope set up (confocal measurements): Spectra have been collected using a x10 objective 10 

(Zeiss EC Epiplan-Neofluar Dic, NA=0.25 and 9.3 mm working distance). Additionally, the 11 

backscattered light is collected through a 10 µm diameter optical fibre, ensuring the high 12 

confocality of the measurements performed. Spectra resulted from 2 accumulations of 60 13 

seconds and were collected. For each bag (SET_01, SET_02 and SET_03) and each 14 

concentration (n = 6), recording was made from 10 different positions on the bag, for total of 15 

180 acquisition for each drug. For each position, the laser was focussed at the outer surface of 16 

the infusion bags and the position was set as 0 µm. Then, a Z scan was performed to 17 

automatically record spectra at 4 different depths, -300 µm, -500 µm, -700 µm and -900 µm.  18 

 19 

c) Data handling 20 

Raman data sets have been pre-processed and analysed using MATLAB® (Mathworks, USA).  21 

Data have been subjected to Extended Multiplicative Signal Correction (EMSC-toolbox) [45–22 

47] followed the rubber band baseline correction [9]. 23 

Discriminant analysis: Partial Least Squares Discriminant Analysis (PLSDA) is a well-24 

established supervised discriminant method. Presently, PLS2-DA was employed to perform 25 

the multiclass classification from the dataset. For each drug, 3 independent sets of data have 26 

been collected, SET_01, SET_02 and SET_03. SET_01 and SET_02 were used as training sets 27 

(n = 12), i.e. used for the construction of the model, while SET_03 was used solely as the test 28 

set (blind samples, n = 6). The training set is further divided into the calibration and validation 29 

sets. Therefore, calibration, validation and test sets are kept independent. The optimal number 30 

of latent variables (LVs) was selected with the validation set, while the outcome of the PLSDA 31 

represents the classification of samples from the test set. Ultimately, the results were presented 32 

in the form of confusion matrices, allowing calculation of the specificity and sensitivity of the 33 

discrimination achieved for the test set. For the purpose of this study each concentration has 34 
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been assigned to a different class to discriminate. The PLS-DA was therefore performed with 1 

18 groups corresponding to the 3 drugs and the 6 concentrations prepared 2 

 3 

Quantitative analysis: Partial Least Squares Regression (PLSR) has been applied in the 4 

fingerprint region (300 – 1800 cm-1) to extract the relevant quantitative information concerning 5 

intensity to concentration relationship. Similar to PLSDA, for each drug, SET_01 (n = 6) and 6 

SET_02 (n = 6) were used as training sets while SET_03 was used as the test set (n = 6). The 7 

12 samples of the combined training set were further separated in the calibration and validation 8 

sets. For the purpose of quantitative analysis, 2/3 of samples were randomly selected as the 9 

calibration set and the remaining 1/3 were used as validation set. A 100-fold iteration was 10 

implemented to evaluate the robustness of the analysis with multiple random combinations of 11 

calibration/validation sets. Notably, in all cases, the models were tested with SET_03, used as 12 

unknown samples to be determined. The output of this model gives information to evaluate the 13 

PLSR using the linearity of the regression between the measured and predicted concentrations 14 

(R2), Root Mean Square Error of Cross Validation (RMSECV) calculated from the training 15 

datasets (SET_01 and SET_02), Root Mean Square Error of Prediction (RMSEP) calculated 16 

from the test set (i.e. Set 03) and the regression vector, which represents the variables 17 

(wavenumbers) used to create the regression model. In this study, the measured concentrations 18 

used as reference values for the construction of the PLSR models are determined using UV-19 

Vis spectrophotometry (see section 2.2). Additionally, the lower Limit Of Detection (lower 20 

LOD) has been estimated based on the methodology of Allegrini et al. which established a 21 

mathematical model using the outcome of PLSR analysis [48]. 22 

 23 

2.3 UV/vis spectrometric analysis 24 

 25 

a) Data acquisition  26 

Absorbance was measured with a Genesys 10S UV–vis spectrophotometer (Thermo 27 

Scientific, France). Readings were taken at the wavelengths of maximum absorbance; 303 nm 28 

(MTX), 266 nm (5-FU) and 269 nm (GEM).  29 

 30 

b) Sample preparation for calibration curves  31 

In order to preserve the integrity of the infusion bags, the solutions were injected 32 

through the septum with a needle syringe. Because the volumes added cannot be known 33 

precisely, it was necessary to accurately determine the concentration of each solution prepared. 34 
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True concentrations were used as reference values for the PLSR analysis applied to Raman 1 

spectra (see section 2.4 Data handling). For this purpose, it has been necessary to first construct 2 

calibration curves. 5 standard solutions, each prepared in triplicate, were analysed for each drug 3 

(table 2). For each concentration the mean absorbance was calculated from triplicates and used 4 

for the construction of the calibration curve.  5 

 6 

Table 2. Standard solutions prepared for the UV-Vis calibration curve 7 

 GEM (g.L-1) 5FU (g.L-1) MTX (g.L-1) 

Standard 1 0.055 0.06 0.0375 

Standard 2 0.05 0.05 0.025 

Standard 3 0.025 0.025 0.0125 

Standard 4 0.0125 0.0125 0.00625 

Standard 5 0.00625 0.00625 0.003125 

 8 

Once the calibration curves are obtained, the concentration of samples prepared in infusion 9 

bags can be determined. For this purpose, after each injection of solutions in the infusion bags, 10 

the sample was homogenised by manual agitation and a small volume was withdrawn and 11 

analysed by UV-Vis spectrophotometry. Ultimately, reference concentrations for C1, C2, C3, 12 

C4, C5 and C6 were obtained for sets SET_01, SET_02 and SET_03 prepared for each drug.  13 

 14 

3. Results 15 

 16 

3.1 Spectral characterisation of infusion bags  17 

 18 

Spectra from chemotherapeutics solutions in infusion bags have been collected using a 19 

confocal Raman micro-spectrometer using a x10 objective. The confocality of the Raman 20 

microscope enables to collect at defined focal depth, presently -300 µm, -500 µm, -700 µm and 21 

-900 µm. The depth of focus for the x10 objective lens is estimated to be ~140 µm using Berek 22 

Formula, taking into account the wavelength of the laser (532 nm) and the numerical aperture 23 

(NA = 0.25).  Therefore, the aim is to find a position with the laser focus sufficiently inside the 24 

infusion bag where the spectral contribution from the materials of the bag is negligible 25 

compared to the signal originating from the solution. According to manufacturer specifications, 26 
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infusion bags used in this study are composed of polyolefin/polyamide co-extruded plastic; 1 

therefore a strong contribution can be expected in the Raman spectra collected. The thickness 2 

of the plastic wall of infusion bags observed by bright field microscopy is roughly 200 µm. 3 

This is confirmed with Figure 1a, which presents a typical mean Raman spectrum collected at 4 

depth -300µm. The spectrum exhibits strong contributions at 400 cm-1 (CH2 wagging), 811 cm-5 

1 (C-CH3 stretching), 846 cm-1 (C-C backbone stretching), 1065 cm-1 (C-C backbone 6 

stretching), 1132 cm-1 (symmetric C-C stretching), 1174 cm-1 (C-H bending), 1298 cm-1 (CH2 7 

twisting), 1372 cm-1 (CH3 symmetric bending), 1420 cm-1  (CH2 bending), 1444 cm-1 (CH2 8 

bending), 1465 cm-1 (CH2 asymmetric bending) and 1640 cm-1 (C=O stretching of the amide I 9 

from polyamide) all assigned to infusion bags materials  [49–51]. However, Figure 1b, 1c and 10 

1d highlights these features decrease significantly when recording is performed from 11 

respectively -500 µm, -700 µm, -900 µm. Clearly, it is possible to reduce the residual 12 

contribution from the infusion bag to reveal the features of the contents, in this case the OH 13 

bending of water, at 1640 cm-1. Therefore, for subsequent analysis of chemotherapeutic 14 

solutions the depth – 900 µm has been preferred. Presently, no improvement was observed for 15 

higher depth of analysis with the instrumental set up used. Moreover, to avoid possible 16 

attenuation of the Raman signal for deeper focus of the laser inside the perfusion bags the Z 17 

position was kept as close as possible to the interface plastic-solution (i.e. -900 µm).        18 

 19 

  20 
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Figure 1: Mean Raman spectra of 5% glucose recorded through infusion bag at a) –300 µm 1 

(red), b) –500 µm (green), c) –700 µm (black) and d) –900 µm (blue) depth by 532 nm. 2 

Spectra are offset for clarity. 3 

 4 

3.2 Spectral characterisation of anticancer drugs analysed 5 

 6 

Figure 2 presents the mean Raman spectra obtained from commercial solutions of the 3 7 

chemotherapeutic drugs analysed using the macro set up in quartz cuvettes (See 2. Materials 8 

and Methods). Figure 2a shows the mean spectrum of MTX, with characteristic bands at 679 9 

cm-1 (aromatic C-C-C in plane bending), 715 cm-1  (C-C in plane bending), 772 cm-1 (C-C-N 10 

out of plane bending), 1215 cm-1 (C-NH2 vibration), 1294 cm-1 (-CH3 asymmetric deformation), 11 

1359 cm-1 (CH2 scissoring), 1384 cm-1 (-CH3 symmetric deformation), 1457 cm-1 (C-N 12 

stretching), 1561 cm-1 (aromatic C-C stretching) and 1608 cm-1 (C-N stretching)  [52–54]. 13 

Figure 2b shows the mean spectrum of 5-FU with features found at 364 cm-1 (out of plane ring 14 

bending), 487 cm-1 (in plane ring bending), 573 cm-1 (out of plane ring and C=O bending), 648 15 

cm-1 (in plane ring bending), 772 cm-1 (pyrimidine ring breathing), 820 cm-1 (trigonal ring and 16 

C-F bending), 1014 cm-1 (C-H and N-H wagging), 1186 cm-1 (N-H in plane bending), 1232 cm-17 

1 (ring and C-F bending), 1290 cm-1 (ring stretching), 1355 cm-1 (C-H wagging), 1616 cm-1 18 

(trigonal ring mode) and 1679 cm-1 (symmetric C=O stretching) [55]. Finally, Figure 2c 19 

presents the mean spectrum of GEM with bands at 789 cm-1 (pyrimidine ring breathing), 824 20 

cm-1 (C-F bending), 1261 cm-1 (ring stretching), 1457 cm-1 (CH2 and CH3 scissoring), 1545 cm-21 

1 (C=C stretching) and 1659 cm-1 (hydrogen bonded C=O stretching) [17]. 22 

Unambiguously the 3 drugs display different Raman signatures with specific features enabling 23 

rapid identification.  24 
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 1 

 2 

Figure 2: Mean Raman spectra recorded from concentrated stock solutions of a) MTX 100 3 

g.L-1, b) 5-FU 50 g.L-1 and c) GEM 40 g.L-1 by 532 nm. Spectra are offset for clarity. 4 

 5 

 3.3 Discriminant analysis 6 

 7 

PLSDA has been applied to discriminate the spectra collected from solutions in infusion bags 8 

in the range of concentrations prepared for this study (see Table 1). Data were subjected to pre-9 

processing prior to discriminant analysis. Presently, for each drug 3 sets of data have been 10 

collected, SET_01; SET_02 and SET_03. Firstly, the discriminative model was constructed 11 

using the training set composed of SET_01 and SET_02. Notably, separating the data into a 12 

calibration and validation set enables determination of the optimal number of latent variables, 13 

for instance n=3. Secondly, samples from SET_03 were analysed as an independent set of 14 

unknown samples (test set) to estimate the rate of classification for each drug. 15 

Specificity and sensitivity of 100% were achieved for the test set (Table 3). The pure spectra 16 

collected from the 3 commercial drug solutions display distinct characteristic spectral 17 

signatures, (Figure 2), and therefore such an outcome can be expected.  18 

      19 



13 

 

Table 3: Specificity and sensitivity (%) obtained from PLSDA applied to the independent test 1 

SET_03 using 3 latent variables. 2 

Drug Specificity Sensitivity 

MTX 100 100 
5-FU 100 100 

GEM 100 100 
 3 

Figure 3 presents the regression vectors obtained from PLSDA. The regression vector in Figure 4 

3a presents negative features at 532 cm-1, 680 cm-1, 716 cm-1, 772 cm-1, 1216 cm-1, 1360 cm-1, 5 

1384 cm-1, 1560 cm-1 and 1608 cm-1 which are identical to MTX spectrum collected from stock 6 

solution (Figure 2a). The regression vector in Figure 3b presents negative features at 364 cm-7 

1, 492 cm-1, 572 cm-1, 652 cm-1, 772 cm-1, 824 cm-1, 1016 cm-1, 1188 cm-1, 1232 cm-1, 1292 8 

cm-1, 1684 cm-1 which are identical to 5-FU (Figure 2b). The regression vector in Figure 3c 9 

isn’t directly comparable to spectrum of GEM (Figure 2c) however the 2 strong positive peaks 10 

at 789 cm-1 and 1261 cm-1 in addition to the weaker bands at 1545 cm-1 can be specifically 11 

assigned to the drug.   12 

 13 

Figure 3: First (a), second (b) and third (c) regression vectors of PLSDA 14 

 15 

 16 

3.3 Direct quantitative analysis in infusion bags 17 

 18 
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Figure 4 presents the mean Raman spectra collected for the 6 concentrations for MTX solutions 1 

inside infusion bags at the depth -900 µm. It is observed that spectral features of the drug 2 

proportionally decrease with the concentration of solutions. The data used for illustration in 3 

Figure 4 are from the first infusion bag analysed for MTX (i.e. Set_01), while the 4 

concentrations indicated, 20.1 g.L−1, 14.3 g.L−1, 9.5 g.L−1, 4.98 g.L−1, 3.8 g.L−1 and 2.9 g.L−1, 5 

correspond to the quantification performed using UV-Vis absorbance (see 2. Materials and 6 

Methods). Mean spectra for GEM and 5-FU in 5% glucose in infusion are provided in 7 

supplementary material (Figure S1 and Figure S2).      8 

 9 

The main challenge of the study was the preparation of samples directly into infusion bags at 10 

known concentration to enable the construction of PLSR models. While the aim is to 11 

demonstrate the feasibility to perform Raman analysis in situ, for the purpose of the study, 12 

withdrawal of a few microliters of the samples was necessary to perform UV-Vis spectrometry 13 

to determine accurately their concentration. This is achieved by the construction of 5 points 14 

calibration curves for each drug (see section 2.3). The concentrations of the solutions were 15 

determined to be 0.66±0.63% for MTX, 0.76±0.48% for 5FU and 1.98±2.29% for GEM using 16 

a calibrated UV-vis spectrophotometry procedure (see Supplementary materials, Figure S1, 17 

Figure S2 and Figure S3). The concentrations were used as reference concentrations (true 18 

concentrations) for PLSR analysis. These values can be used as reference concentrations (true 19 

concentrations) for PLSR analysis.                  20 

 21 

 22 

Figure 4: Mean Raman spectra of MTX in 5% glucose bag at –900 µm for respective 23 

concentrations of a) 20.1 g.L−1, b) 14.3 g.L−1, c) 9.5 g.L−1, d) 4.98 g.L−1, e) 3.8 g.L−1 and f) 24 

2.9 g.L−1. Spectra are offset for clarity. 25 
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 1 

Figure 5 presents the results from PLSR of MTX performed using a calibration, validation and 2 

test set. The RMSECV calculated from the model constructed using the training set (Figure 3 

5A) displays a slight decrease as a function of number of latent variables (LVs). It is observed 4 

that, above 3 LVs, no improvement of the accuracy can be reached. Figure 5B presents the 5 

correlation between predicted concentration and prepared concentration (measured with UV) 6 

obtained with the test set (SET_03). With a R2 equal to 0.9951 and a RMSEP of 0.5280 g.L−1 7 

it confirms the quality of the regression model. Table 4 summarises the PLSR results obtained 8 

with the test sets for the 3 drugs with RMSEP for 5-FU and GEM higher compared to MTX, 9 

respectively 1.5609 g.L-1 and 0.7772 g.L-1. However, the higher values of RMSEP can reflect 10 

the differences in the range of concentration analysed (Table 1). The results can also be 11 

represented as the RMSEP expressed as percentage of the median concentration of the range 12 

tested. In this way, values of 5.8%, 8.2% and 10.2% for MTX, 5-FU and GEM are determined, 13 

respectively. It confirms the best accuracy is obtained for MTX followed by 5-FU and GEM. 14 

Additionally, the lower limit of detection (LOD) calculated from the PLSR analysis indicates 15 

that Raman directly in infusion bags enables determination of concentrations as low as 0.6469 16 

g.L-1, 0.6962 g.L-1 and 0.2895 g.L-1, respectively for 5-FU, GEM and MTX. All 3 LOD are 17 

substantially lower than the lowest clinical concentration used in this study for these drugs (See 18 

table 1). While for 5-FU the LOD remains close to the lowest dose administered to patients for 19 

MTX it is nevertheless 10 times lower. 20 

 21 

 22 

 23 

Figure 5: PLSR analysis performed on Raman data of MTX in 5% glucose bag recorded by 24 

532 nm laser at -900 µm: A) RMSECV (Training sets) and B) Regression plot with 4 LVs (test 25 

set). 26 
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 1 

Table 4: Summary of PLSR results obtained with the test sets at depth -900 µm 2 

Drug LVs R2 RMSEP (g.L-1) % RMSEP 

MTX 3 0.9951 0.5280 5.8 

5-FU 2 0.9947 1.5609 8.2 

GEM 4 0.9181 0.7772 10.2 

 3 

 4 

 5 

 6 

 7 

Figure 6: First regression vectors of PLSR for a) MTX, b) 5-FU and c) GEM. Spectra are 8 

offset for clarity. 9 

 10 

Regression vectors (Figure 6) highlight the spectral features used in the quantitative models 11 

constructed with PLSR. For MTX (Figure 6a), bands at 680 cm-1, 716 cm-1, 772 cm-1, 1216 cm-12 

1, 1360 cm-1, 1384 cm-1, 1456 cm-1, 1560 cm-1 and 1608 cm-1 are characteristic of MTX and 13 

resemble those observed in Figure 2a. This illustrates the specificity of quantification which is 14 

performed on MTX bands. Similarly, Figure 6b presents characteristic bands of 5-FU at 364 15 

cm-1, 488 cm-1, 576 cm-1, 652 cm-1, 772 cm-1, 824 cm-1, 1016 cm-1, 1188 cm-1, 1232 cm-1, 1292 16 

cm-1, 1356 cm-1, 1616 cm-1 and 1680 cm-1 which coincide with that obtained in Figure 2b. 17 
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Finally Figure 5c, presents peaks of GEM at 788 cm-1, 1260 cm-1, 1456 cm-1, 1548 cm-1 and 1 

1656 cm-1 which are the characteristic features observed in Figure 2c.  2 

Unambiguously, Raman analysis in infusion bags coupled to PLSR analysis enables correlation 3 

of spectral variations with concentrations of chemotherapeutic solutions. In addition to quality 4 

of the fitting model constructed by PLSR, the estimated concentrations can be extracted to 5 

evaluate accuracy of prediction. Table 5 summarises the errors (expressed as percentage) in the 6 

estimated concentrations with Raman spectroscopy compared to the reference concentrations 7 

obtained with UV-Vis spectroscopy. C1 refers to the lowest concentration of the target range 8 

while C6 is the highest. Notably, there is no clear legislation regarding the acceptance criteria 9 

for individualised chemotherapeutic solutions. As an example, the centralised unit at the 10 

University Hospital of Tours has a 10% tolerance in the quantification of drugs in final 11 

solutions. However, in the literature, some studies report acceptance criteria up to 15% [26]. In 12 

the current study, it is observed that MTX and GEM display errors in predicted concentrations 13 

significantly below the 10% threshold, the highest error found to be 6.5%. For 5-FU, errors 14 

between 5.9% and 18.5% are found for the 3 lowest concentrations, while for the 3 highest, the 15 

% error greatly decreases to, respectively, 1.2%, 2% and 2.9% for C4, C5 and C6.            16 

 17 

Table 5: Summary of %error in predicted concentrations (Raman spectroscopy) compared to 18 

reference concentrations (UV-Vis absorbance) for the test set.  19 

Concentration MTX 5-FU GEM 

C1 6.5% 18.5% 0.77% 

C2 3.7% 11.4% 1.2% 

C3 5.6% 5.9% 1.4% 

C4 2.7% 1.2% 1.6% 

C5 0.49% 2% 2.2% 

C6 0.89% 2.9% 3.7% 

 20 

 21 

4. General Discussion 22 

 23 

Confocality of Raman microspectroscopic analysis, when performed with suitable instruments, 24 

is a well-established a valuable strength of the technique used in numerous applications in the 25 

biomedical and pharmaceutical fields [7,56,57]. Over the last decade, the development of 26 

compact benchtop Raman spectrometer equipped with remote confocal probes connected with 27 
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optical fibres have greatly contributed to increasing the attractiveness of Raman spectroscopy 1 

for direct analysis of solutions or powders contained within glassware or other containers 2 

[58,59]. It is particularly suited for quality control of raw materials or solvents in the 3 

pharmaceutical industry [13]. Nowadays, miniaturisation and compaction of analytical devices 4 

is a strong marketing trend, the range of portable systems now including handheld Raman 5 

devices [31]. However, to date, no benchmarking has been set to clearly demonstrate the 6 

instrumental set up delivering the optimal analytical output for quantification and 7 

discrimination of chemotherapeutic solutions, also considering other parameters such as cost 8 

of purchase, maintenance or ergonomic design.  9 

Clearly there is a lack of consensus to date about the appropriate application of in situ Raman 10 

spectroscopy to ACQ in infusion bags. The instrumental and experimental set ups, notably 11 

wavelength of laser, spectral resolution and drug analysed, make a direct comparison of 12 

previously published data to the present study difficult. As a consequence, only three 13 

referenced studies in the literature are used to provide an overview of the state of the art of 14 

applications of CRM to ACQ. 15 

In terms of analytical performances, the RMSEP of 0.7772 g.L-1 found presently for GEM with 16 

CRM is comparable to the output of the previous study published by Le et al. [17] who reported 17 

an RMSEP of 0.79 g.L1 for analysis in glass vials. The slight difference can be explained by 18 

differences in the range of concentrations analysed, respectively 4 -11 g.L-1 and 1 -20 g.L-1. The 19 

recent study from Lê et al. [33] using handheld Raman reported a RMSEP of 0.76 g.L-1 for 20 

analysis directly in infusion bags. However, it is important to mention that the commercial 21 

gemcitabine solution used was from Mylan®, which is prepared in ethanol, while the brand 22 

used in the present study is Sandoz®, without ethanol. Ethanol is a relatively strong Raman 23 

scatterer, which contributes strongly to the data collected [33], therefore improving the PLSR 24 

fitting. The lack of consistency between experimental designs can give rise to diversity in the 25 

outcomes and, notably, the influence of the laser power and the wavelength used on the signal 26 

to noise ratio make direct comparison difficult. For 5-FU, the RMSEP of 1.5609 g.L-1 found 27 

with CRM appears superior to the value of 0.379 g.L-1 reported by Bourget et al. in elastomeric 28 

infusion pumps [4] however lower than 3.05 g.L-1 of the study of Le at al. in a glass vial [17]. 29 

Although the type of containers can be a crucial parameter influencing the quality of the fitting 30 

achieved, there is no evidence that differences are related to the instrumental set up, the 31 

collection efficiency (sample presentation), range of concentration selected or number of 32 

samples in the calibration / validation sets. Despite the differences in RMSEP, the errors in 33 

predicted concentrations measured here are below 11.4% for 5-FU except for the lowest 34 
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concentration which is 18.5%, and therefore significantly within the range of the 10-15% 1 

acceptance criteria commonly defined in studies. Therefore, the results presently collected with 2 

CRM are encouraging and highlight the reliability of analysis performed. However, the 3 

investigation remains preliminary and a more extended panel of molecules should be included 4 

to provide an in-depth investigation of direct, non-invasive, analysis in infusion bags.     5 

In terms of applications potential, the repeatability and reproducibility of the measurement 6 

process could be further refined by automated sample positioning and light collection. For 7 

instance, commercialised Raman microscopes commonly include functionalities for autofocus 8 

that can be used to repeatedly set the 0 position at the surface of the bags. Therefore, a software 9 

protocol to automatically increment a pre-defined movement to focus the laser inside the 10 

infusion bag is readily achievable. Moreover, CRM can be purchased with an inverted set up 11 

(objective lens pointing toward the ceiling) that can be used for liquid samples analysis [61,62]. 12 

It implies pharmacists or technicians would have to simply place the bag on top of the 13 

motorised stage then the process of data collection would be automated thus significantly faster 14 

and reproducible. A dedicated inverted Raman microscope with a simplified configuration 15 

would be competitive cost wise with other benchtop systems and handhelds devices that remain 16 

relatively expensive technologies.   17 

Ultimately, a number of parameters should be considered and compared to fully address the 18 

suitability of each instrument for AQC. The present preliminary study clearly demonstrates the 19 

feasibility to quantify and discriminate 3 common drugs, gemcitabine, 5-fluorouracile and 20 

methotrexate, directly inside infusion bags. Developing CRM for AQC of chemotherapeutic 21 

solution should therefore be considered as one of suitable options.  22 

              23 

5. Conclusion  24 

 25 

Raman spectroscopy applied to AQC of chemotherapeutic drugs in infusion bags delivers mean 26 

relative error in predicted concentrations of 3.31%, 6.98% and 1.81%, respectively for MTX, 27 

5FU and GEM. Considering the acceptance criteria of 10%, the technique is an accurate tool 28 

for in situ, rapid and cost-effective, label free analysis of individualised anticancer solutions. 29 

Performing analysis without withdrawal of solutions it a major step forward to ensure the safety 30 

of staff members of centralised preparation units. Moreover, the technique conforms to current 31 

requirements for molecular specificity enabling 100% discrimination of MTX, 5-FU and GEM 32 

solutions. While the literature remains scarce on the topic of non-invasive analysis, there is no 33 

doubt that Raman spectroscopy has the potential to be used as routine protocol for AQC, at 34 
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least for a selected number of molecules with strong spectral response. Moreover, Confocal 1 

Raman Microscopy offers attractive analytical performances in terms of reproducibility of 2 

analysis performed through in infusion bag materials, thanks to the high confocality of 3 

microscope. Such set up could be rapidly automated and readily transferable in centralised units 4 

to provide a next generation of AQC tools for routine analysis. 5 
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